
.-

. .

.-. .--T

; .. f——-

. . . ——

IS-4 REPORT SECHKIIN ~f=:i;_:%
...-..”........- .---_.—.—. -:,.------

.-+ —.
.-

~ .<:Log-:
— _,------,----.—..’., ---- : “-:- .:-. &. L--&:

= ———-—--:.>- ->. -...+.,, ..- .,4-.

.,— .– ___ ~.—_. :--= =-.. >— — = -->==&;: = .,— ‘- .= ~

..-+ ---~.- ~“ _: . ----- .-

—..-. . , .-+=6+.-,. .._-..- ,. —,--,..-.-..=-. ,-A

—.
: .-—= -

., .X.,X*-4 a--”’+ “==+--‘--:--~?_=u.:?.~&-
>.. .-.

.= :-,-. ‘— .;.-
- = univer~;;,=,:~?.*:,$*-;

. .. .

—.-—-.=..,~. .-&i&ie
-———.-. —-A- —52



.— -- ”.. ------

—..—_—

. .

LEGAL NOTICE
ThisreportwaspreparedasanaccountofGovernmentapon.soredwork.NeithertheUnited
States,nortbeCommission,noranypersonactingonbebalfoftheComdssion:

A. Mskeaanywarrantyorrepresentation,expressedorimplied,wtthrespecttotbeaccu-
racy,completeneaa,orusefulnessoftbeinformationcontstnedinthisreport,or that the use
ofanyinformation,apparatus,method,orprocessdtsclos~-in~s reportmay not–infringe

.— —.

privatelyownedrtghts;or
B. Assumesanyliabilitieswftbrespecttotheuseof,orfor&mages resultingfromthe

uaeof anytnformatfon,apparatus,method,orproces~dmiosed inthisre~rt.
As usedintheabove,“personacttngon behalfoftheCommission”includesanyem-

ployeeor contractoroftheCommlaaion,oremployeeof such”‘contractor,h theextentthat
suchemployeeor contractoroftheCommgion,_oremployeeofsuchcontractorprepares,
diasemlnates,orprovidesaccessto,My informationpursuanttoMa employmentorcontract
withtheCommission,orhfaemploymentwtthaucbeontractor~ .” —

—
..—.

.

..

. . . ..

. . . . .

..— .—— —---- -- ,-

.——.—
.—= ----

-.

_.—.

----

.

This repofi~ expresses the opi@ons of the author or
authors and does not ‘necessarily refle&t the opinions
or views of the Los Alamos Scientific Laboratory.

.. .
—. .- —— .—.

—.. ——.— .———. .- —.-— -—-- -

-—- .——

. —

Printed in the IJniied ~”States of Ame”rica’~ Atilable from
Clearinghouse for.-F&deral Scientific and-Teckical kfo~ation ._.. -.-. .— -
National Bureau of Standards, U; S. Depati–m-entof Commerce

Springfield, Virginia 22151 .:
Price:

—
‘-Prinied - Copy $3.00;- Microfiche $0.65

—
— _ ..—

.-

. ..

.>

----

.—
, ,2 . .



LA-3916

UC-41, HEALTH
AND SAFETY
TID-4500

,

.

LOS ALAMOS SCIENTIFIC LABORATORY
oif the

University of California
LOS ALAMOS ● NEW MEXICO

Report written: April 1968

Report distributed: July 26, 1968

An Investigation of a

Bubbler Tritium Sampler*

-.r

by

Allen M. Valentine

*Experimental work conducted during employment at
Lawrence Radiation Laboratory, operated by the Univer-
sity of California under AEC Contract W-7405-Eng-48.

ABOUT THIS REPORT
This official electronic version was created by scanningthe best available paper or microfiche copy of the original report at a 300 dpi resolution.  Original color illustrations appear as black and white images.For additional information or comments, contact: Library Without Walls Project Los Alamos National Laboratory Research LibraryLos Alamos, NM 87544 Phone: (505)667-4448 E-mail: lwwp@lanl.gov



●

✎



TABLE OF CONTENTS

Page

Abstract

I. Introduction

II. Description

A. General Techniques

B. Tritiated Water lJaporSampling

1. Laboratory Sampling

2. Field Sampling

c. Tritium Gas Sampling

III. Results

A. Tritiated Water Vapor Tests

1. Laboratory Sampling

2. Field Sampling

a. Sampling Time Dependence

b. Water VoJ.umeDependence

c. Water Temperature Dependence

d. Uniformity of Sample Results

B. Tritium Gas Tests

IV. Discussion

v. Summary

Acknowledgments

References

.5

5

6

6

6

6

7

7

8

8

8

8

8

8

9

9

9

10

11

11

11

3



.

.



..

AN INVESTIGATION OF A BUBBLER
TRITIUM SAMPLER

by

Allen M. Valentine

ABSTRACT

Investigation of a bubbler tritium sampler indicated
collection characteristics similar to reported human
body uptake rates for tritium gas and tritiated water
vapor. The bubbler collector consisted of a dry gas
wash bottle with a fritted glass tip on the inlet and
distilled water as the collecting medium.

Tests were made under both laboratory and field con-
ditions, and the effects of varying the flow rate,
water volume, and water temperature were determined.
A flow-through ionization chamber instrument was used
to measure the tritium concentrations sampled, and
the collected tritium was determined by liquid scin-
tillation counting.

The observed collection efficiency for tritiated
water vapor was >9@~ for sampling rates from 8 to 10
lpm, water temperatures from 25 to 35”c, and water
volumes from 30 to 50 cc. Tritium gas was collected
with an efficiency of <0.1.%with the same sampling
rates and water volumes but with a water temperature
of 18”c.

This collector can selectively sample tritiated
water vapor in the presence of tritium gas, and al-
lows the health physicist to make a better assess-
ment of tritiated water vapor concentrations in air.

I. INTRODUCTION

The abundance of tritium has increased

during recent years because larger quanti-

ties exist at most heavy water reactor facili-

ties and tritium has become easier for sci-

entists to obtain. Tritium is commercially

available in many different forms, but trit-

ium gas, tritiated water, and tritiated or-

ganic compounds are the most frequently

used.

Health physics considerations increased

as more scientists started handling tritium.

The need for improving tzitium air sampling

systems and techniques became apparent be-

5



Fig. 1. TWO bubbler collectors.

cause most tritium samplers could not selec-

tively collect or differentiate between

tritium gas and tritiated water vapor in

air. The inability to selectively collect

either tritium gas or tritiated water is un-

desirable because the body uptake ratesl

and maximum permissible concentrations in
2

air (MPCa) for the two forms differ greatly.

Tritiated water vapor is .JIOOtimes more

hazardous than tritium gas when present in

the working atmosphere.

The collector evaluated in this report

employs distilled water as the collecting
3

medium and selectively collects tritiated

water vapor.

II. DESCRIPTION

A. General Techniques

The collector is called a “bubbler” be-

cause of the bubbling action that occurs

when air passes through the water. The col-

lector is a 125-cc dry gas wash bottle with

a fritted glass dispersion tip on the inlet

and from 30 to 50 cc of distilled water as

the collecting medium. Two collecting

bottles containing distilled

in Fig. 1. A low-volume gas

meter combination is used to

6

water are shown

pump and flow

provide a known

PUMP — EXHAUST

*

E

TRAP

Fig. 2. A bubbler sampler for laboratory
sampling of tritiated water vapor.

air flow through the system.

Tritium is collected in the distilled

water when air containing tritium is bubbled

through the collector. The tritium activity

in the distilled water is determined by ac-

curately measuring the total water volume

after sampling and counting a 500-1 aliquot

of this water and tritium in a liquid scin-

tillation counter. The counter has a known

counting efficiency for tritium under the

counting conditions.

The collection efficiency of the col-

lector for tritium gas and tritiated water

vapor is evaluated by making laboratory tests

with known tritium concentrations and field

tests with tritium concentrations determined

by an ionization chamber instrument. The

ionization chander instrument has beem em-

pirically calibrated for tritium. The field

tests included studies of the effort of flow

rate, water volume, and water temperature

on collection efficiency.

B. Tritiated Water Vapor Samplin~

1. Laboratory Samplin~. Measured

volumes of tritiated water of known specific

activity are evaporated and circulated

through a bubbler collector (Fig. 2). Hot

air from a hair dryer is used to give uni-

form evaporation for the desired sampling

times. A constant air flow is maintained

through the system during each of four tests;
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EXHAUST. An ionization chamber instrument with

CHAMBER BUBBLER
INSTRUMENT COLLECTORS

TANK CONTAINING
TRITIATED WATER

Fig. 3. Field sampling system for triti-
ated water vapor.

however, the rate is different for each

test.

The volumes of bubbler water and cold

trap condensate are measured and analyzed

for tritium after each test to determine the

collection efficiency.

2. Field Samplin~. ‘sheterm “field

sampling” was used to denote sampling of air

that contained unknown tritium concentration.

Air containing unknown but measurable con-

centrations of tritiated water vapor was

sampled from metal tanks partially filled

with tritiated water (Fig. 3).

a built-in gas pump and flowneter was used

to provide air flow through the system and

to treasurethe tritium concentration during

each test. For most tests, the air with

tritiated water vapor first passed through

the ionization chamber instrument after be-

ing drawn from the tanks and then through

two bubbler collectors in series. The sec-

ond collector retained the activity lost

from the first and indicated how efficient

the first was for the tritium sampled.

c. Tritium Gas Sampling

A two-container system was used for

bubbler collector tests with tritium gas

(Figs. 4 and 5). The two containers were

gas-tight Plexiglas boxes with volumes of

0.05 and 1.09 ma. One curie of tritium gas

was first released in the small box, and

-3 m:i was later transferred into the larger

box . The small box was then isolated from

the system, and circulation was established

through the ionization chamber instrument

and large box until the tritium gas concen-

BUBBLER
COLLECTORS

13
fllh

10

EXHAUST$NOJI

778 &)4 ELECTROMAGNET

GLASS
6

FILTER

14 —
12

’11
COLD
TRAP Y

EXHAUST RECORDER
No.2

Fig. 4. schmatic of a bubbler tritium gas

-1.--z CONTROL AND
BATTERY

‘R’ER’TaGf
U

4“~ “ *+CLAMP

5
130X2 32BOXI lDR’IERITE

iONIZATION CHAMBER
lNS”rRUMENT

sampler.
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Fig. 5. A Bubbler tritium gas sampler.

tration was uniform. Before the gas was re-

leased, dry air had been circulated through

the system to minimize the oxidative conver-

sion of tritium gas to tritiated water. The

ionization chamber instrument was used to

measure tritium concentrations in the air

sampled from the large box during the col-

lector tests.

III . RESULTS

A. Tritiated Water Vapor Tests

1. Laboratory Sampling. The results

and sampling conditions for the four labora-

tory tests are given in Table I. From 91

to 95% of the activity passing through the

bubbler collector was collected.

visibly blown out of the bubbler

rates greater than 20 l/reinwere

Water was

when flow

attempted.

2.

(a)

were CO1:

the resu;

sample, ~

Field Sampling

Sampling Time Dependence. Samples

ected for from 5 to 20 minutes, and

ts are given in Table II. For each

wo bubbler collectors were connect-

ed in series.

The first bubbler collector retained

>90% of the total tritium circulated through

it for all four samples. Less than 3% of

the total tritium collected was in the second

bubbler when the sample time was 15 minutes

or less. For a sample time of 20 minutes,

8% of the tritium was in the second collector.

(b) Water Volume Dependence. A mini-

mum water volume is desirable because it de-

creases the dilution of the tritium collected

and allows higher air flow rates through the

collector. Increased air flow is possible

because it becomes more difficult to blow

water out of the bubbler collector. The size

of the dry gas wash bottle also dictates the

maximum water volume that can be used for a

given flow rate.

The water volume was decreased from 50

to 30 cc in 5-cc increments to determine the

effect of water volume on the collection ef-

ficiency. The results given in Table III

indicate that for these

that a 5% difference in

TABLE I

RESULTS OF LABORATORY SAMPLING
OF TRITIATED WATER VAPOR

Test Test
Sampling Conditions No. 1 No. 2

Initial activity in flask (uCi) 0.563 0.563
Flow rate (l/rein) 5 10
Sampling time (rein) 11 12
Initial volume in flask (ml) 2 2
Initial bubbler volume (ml) 100 100
Final bubbler volume (ml) 101 101
Volume collected in trap (ml) 0.8 1
Activity collect in bubbler (uci) 0.536 0.535
Activity collected in trap (uci) 0.001 0.002
Activity collected in bubbler (%) 95 95

Test
No. 3

test conditions less

the tritium activity

0.563
15
12
2

100
98.5

1.6
0.512
0.004

91

Test
No. 4

0.563
20
14

2
100

98
1.9
0.526
0.006

93

w
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TABLE II

SAMPLING TIME DEPENDENCE OF A BUBB~ER
SAMPLER FOR TRITIATED WATER VAPOR

Total Activity
Sample Activity in Second Indicated Air
Time Collected Collector Concentration

* (vCi) (%) (uCi/m=)

5 1.81 1.7 42
10 3.42 1.8 40
15 4.54 2.9 35
20 7.00 7.8 38

aFlow rate, 8.5 l/rein.
Water volume, 50 ml.
Water temperature, 26”c.
Ionization chamber measured concentrations
from 36 to 44 BCi/m3a.

collected was found for volumes between 30

and 50 cc. The co~~ection efficiency was

>90% for all samples.

(c) Water Temperature Dependence.

Ice- and hot-water baths were used to main-

tain the bubbler collector water at tempera-

tures between 8 and 35°C. There was some

difficulty in maintaining a constant water

temperature for the extreme temperatures,

and reported temperatures are averages.

The maximum change during the 10-minute sam-

pling time was 5“C.

The results are given

TABLE III

WATER VOLUME DEPENDENCE
SAMPLER

Water
Volume

-(!!Z!-

30
35
40
45
50

FOR TRITIATED

Total Tritium
in Bubbler

(uCi)

5.52
5.60
5.72
5.40
5.60

aSample time, 5 min.
Flow rate, 8.5 l/rein.
Water temperature, 26”c.

in Table IV and

OF A BUBBLER
WATER VAPORa

Indicated Air
Concentration

(wCi/m3)

130
132
135
127
132

Ionizatio; chamber instrument measured an
average concentration of 138 UCi/m=a.

TABLE IV

WATER TEMPERATURE DEPENDENCE OF A BUBBLER
SAMPLER FOR TRITIATED WATER VAPORa

Average Water Indicated Air
Temperature
“c “F— —

Concentration
(uCi/ma)

8 46 28
14 57 34
18 64 37
26 79 43
32 90 43
35 95 42

aSampling time, 10 min.
Flow rate, 8.5 l/rein.
Water volume, 50 cc.
Ionization chamber instrument measured a
concentration of 44 uCi/m=a.

indicate collection efficiencies of >9@~ for

water tenmeraturee between 20 and 35-C. Be-

tween 25 and 35”c, there was lees than a 1(%X

difference in collection efficiency, and

this was later found to be within the exper-

imental error for sampling at a constant

temperature.

(d) Uniformity of Sample Results.

The uniformity of bubbler sample results was

evaluated by having two experimenters col-

lect samples from two different sources of

tritium on separate days. The results of

these independent sample evaluations are

given in Table V. The sample results agreed

to within *8% and fl% for a eample time of

5 minutes and concentrations of ~20 MPCa

and 10 MPCa, respectively. Some of the +19%

variance was caused by changing tritium con-

centrations during sampling and by poor

counting statistics due to the low tritium

activity collected during

ple time.

B. Tritium Gas Tests

Nine bubbler samplee

the 5-minute sam-

were collected

within 4 hours after the tritium gas was re-

leased in the gas sampling system. The re-

9



TABLE V

UNIFORMITY OF RESULTS OBTAINED
WITH A BUBBLER TRITIUM SAMPLERa

Experimenter A Experimenter B

Measured Air Measured Air
Sample Concentrations Sample Concentrations

No. (UCi/ma) No. (uCi/m=)

69 32 74 110

70 36 75 130

71 41 76 120

72 44 77 120

73 34
—

Average 37 120

asampling time, 5 min.

Flow rate, 8.5 l/rein.
Water temperature, ~26°C.
Water volume, 50 ml.
Air temperature, ~20°C.

suits are given in Table VI, and for these

samples less than 0.025% of the tritium cir-

culated through the bubbler collector was

collected. The large box was isolated with

the remaining tritium in it after the nine

samples were collected. The box was left

undisturbed and unsheltered for 11 days be-

fore being resampled. This was done so that

the extent of tritium oxidation could be ob-

served and to allow rechecking of the bub-

bler collection efficiency. After 11 days,

a single 10-minute sample was collected

with two bubbler collectors in series. The

first collector retained 0.1% and the second

retained 0.02% of the tritium circulated

through the first collector.

Iv. DISCUSSION

The initial purpose of the study was to

determine the performance of the bubbler col-

lector for sampling tritium field conditions.

The numbers reported are qualitative and the

collection efficiencies are reported as >90%

for tritiated water vapor and <0.1% for trit-

ium gas. However, the efficiency for triti-

ated water is probably >95% for most sampling

10

TRITIUM

Total Tritium
Circulated

through Bubbler
(UCi)

TABLE VI

GAS SAMPLE RESULTSa

Total Tritium
Collected Collection
in Bubbler Efficiency

(uCi) (%)

120 2.7 X 10-= 0.023

240 4.7 x 10-= 0.020

230 4.4 x 10-= 0.019

116 2.8 X 10-a 0.024
116 2.4 X 10-a 0.021

192 3.6 X 10-a 0.019

156 3.6 X 10-a 0.023
150 3.5 x 10-a 0.023

154 3.2 X 10-= 0.021

aB~bler water temp?raturen 180c.

Gas-air temperature, 18”c.
Sample time, 5 to 10 min.
Flow rate, 8.5 l/rein.
Bubbler water volume, 30 to 40 ml.
Ionization chamber instrument measured con-
centrations from 1800 to 3060 uci/m3.

conditions.

The bubbler collector selectively col-

lects tritiated water vapor from a tritium

atmosphere, and can be conveniently used to

sample air from work areas and exhaust stacks.

However, radionuclides other than tritium

can be retained in the bubbler water if they

are passed through the bubbler collector.

An erroneous evaluation of the tritium con-

centrations could result if these other ra-

dionuclides, if present, are not removed

from the bubbler water that is counted for

tritium.

The time-consuming task of distilling

or “milking” the water out of cold trap or

Drierite collection system is not required

for the bubbler collector. The bubbler col-

lector evaluated in this study would normal-

ly be used to collect samples for less than

a 30-minute period and would not be easily

adaptable for use as a continuous collection

system.

The bubbler collector can be advanta-

geously used for specific applications in

,

,
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the field of tritium health physics because

of its simplicity, apparent reliability, and

short time requirement between collection

and

v.

final analysis.

sUMMARY

The bubbler collector was tested under

varying conditions, and the collection effi-

ciency for tritiated water vapor was coneie-

tently >9~b and that for tritium gas, <0.1%.

Varying the flow rate did not markedly af-

fect the collection efficiency as long as

the water did not visibly blow out of the

bubbler collector. Changing the water vol-

ume in the collector did not affect the col-

lection efficiency when sufficient water was

used to give good bubbling action. The op-

timum water temperature range was from 25 to

35”C. However, at 15°C the collection effi-

ciency for tritiated water vapor changed on-

ly frc~m>90 to 40%. Uniformity of sampling

results was within *1W for concentrations

of 20 MPCa and a 5-minute sample time.
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